Introduction
============

The current trend in patient monitoring and diagnosis is towards an increased usage of portable or even wearable devices. These personal devices will improve follow-up of chronic patients, diagnosis, and identification of paroxysmal symptoms, monitoring of the elderly, and evaluations of human performance in particular conditions and/or environments.

Cardiology is one branch of medical science that could clearly benefit from the availability of long-term monitoring. It is well known that morphologic changes or the presence of various arrhythmias in the long-term electrocardiogram (ECG) have a strong correlation with heart disease and coronary artery disease.[@b1-mder-3-001] Also, the recurrence of atrial fibrillation after ablation is not uncommon and this can only be tracked using long-term ECG monitoring.[@b2-mder-3-001]

Long-term ECG monitoring in cardiology is not only useful for follow-up of patients when their pathologic status is already known, but also for monitoring of the athlete during exercise. The possibility that young, highly trained or even professional athletes may harbor potentially lethal heart disease or be susceptible to sudden death under a variety of circumstances seems counterintuitive. Nevertheless, such sudden cardiac catastrophes do occur, usually in the absence of prior symptoms, and have a considerable emotional and social impact on the community.[@b3-mder-3-001] As a result of the ECG screening programs for athletes which are now compulsory in many countries, it is now known that many of these sudden deaths are due to a syndrome called "athlete's heart".[@b3-mder-3-001]--[@b5-mder-3-001] This syndrome may be associated with rhythm and conduction alterations, morphologic changes in the QRS complex on the ECG, and pathologic repolarization abnormalities. [@b5-mder-3-001] However, it is broadly accepted that the standard 12-lead ambulatory ECG is not enough to clarify the origin of an ECG abnormality, especially if it is triggered by exercise. This creates a need for a system that is able to record the ECG during exercise reliably and without interference.

For standard ECG measurements, electrodes are attached to the patient's skin after skin preparation, which includes cleaning, shaving, mechanical abrasion to remove dead skin, and moistening. A layer of electrically conductive gel is applied in between the skin and the electrodes to reduce the contact impedance.[@b6-mder-3-001] However, in these so-called wet electrodes, the electrolytic gel dehydrates over time, which reduces the quality of the recorded signals. In addition, the gel might leak, particularly when an athlete is sweating, which could electrically short the recording sites. This is an even bigger problem for monitoring athletes immersed in water. Securing the wet electrodes in place is also complicated, because the electrodes cannot be glued directly to the skin due to the presence of the gel. The use of dry or insulating electrodes avoids these problems.[@b7-mder-3-001]

Conductive rubber has several advantages when used in dry electrodes. They become durable, washable, and reusable, the carbon and silicon materials are biocompatible, they provide a smoother and more uniform contact surface with the skin, and are thin, flexible, and easily applied to a variety of substrates.[@b8-mder-3-001],[@b9-mder-3-001] However, they also have a much higher impedance compared with conventional wet electrodes.[@b10-mder-3-001]

Alternatively, textile electrodes, which can be embedded in clothes, can be used as dry electrodes.[@b11-mder-3-001],[@b12-mder-3-001] These offer a high degree of patient independence, freedom of movement, and are suitable for long-term monitoring purposes. Textile electrodes are typically made of synthetic materials that withstand abrasion very well, do not irritate the skin, and are lightweight and washable. A major drawback is the high contact impedance of these electrodes, typically 1--5 MΩ/cm^2^, compared with a 10 kΩ/cm^2^ impedance for the disposable Ag/AgCl electrodes.[@b13-mder-3-001],[@b14-mder-3-001]

In fact, high electrode impedance is a common issue with all types of dry electrodes. Therefore, to use these electrodes, they must be connected to instrumentation amplifiers with extremely high input impedances.[@b15-mder-3-001] One solution is to buffer the electrode signal directly at the electrode to provide impedance conversion;[@b15-mder-3-001],[@b16-mder-3-001] this type of assembly is referred to as an active electrode. This approach requires that some rigid circuitry is fixed on the electrode, increasing the size of the electrode, and resulting in an inflexible electrode in the case of textile electrodes.

Here we propose a biopotential amplifier with an ultra-high input impedance for use with dry electrodes. The design uses two commercial integrated circuits and can thus be readily replicated by other researchers in the field. Laboratory and clinical tests demonstrate that the system is able to acquire the ECG of subjects, and reliable monitoring can be performed for at least 24 hours. The device is shown to work even when the subject is fully immersed in water.

Methods
=======

Biopotential amplifier
----------------------

We used the Burr--Brown INA116 as the implementation amplifier because it currently has the highest input impedance available (10^15^ Ω). It has a maximum input bias current of 3 fA and an input current noise of 0.1 fA/√Hz. This integrated circuit also offers integrated active input shielding which is used to shield the electrodes. Furthermore, it features built-in electrostatic discharge and overvoltage protection.[@b17-mder-3-001]

[Figure 1](#f1-mder-3-001){ref-type="fig"} shows the implementation of the front end of the device. The component values used for the ECG monitor are given in [Table 1](#t1-mder-3-001){ref-type="table"}. The INA116 is designed to work with a 9 V dual power supply, but due to the very low bandwidth and the small amplitude of the biologic signals we intended to measure, we were able to use it with a single-ended voltage supply as low as 2 V. The amplifier gain can be configured from 700 V/V up to 1 kV/V, depending on the application, by varying the value of the resistor RG2 from 7.5 kΩ up to 5.7 kΩ; these values take into account the voltage drop operated by the passive high pass cell (RLpass -- Clpass). In order to allow a larger signal excursion, the lower value in athlete monitoring was always used.

The circuit is preferably operated from a single battery. A virtual signal ground is derived from the battery using a voltage divider (R5/R6). The virtual ground is buffered to provide a driven ground connection for the right leg via a calibrated coupling impedance R couple.

The analog front end contains a low pass filter and a high pass filter to limit the bandwidth of the recorded signal. The cutoff frequency for the high pass filter is tunable from near direct current up to 5 Hz, by changing the value of CHpass while RHpass is kept fixed at 390 kΩ. The cutoff frequency of the low pass filter is regulated by tuning CLpass while keeping RLpass fixed at 1 MΩ. Using commercially available precision components, we implemented a bandwidth of 0.38--44 Hz (± 5%), suitable for most ECG and EEG applications.[@b18-mder-3-001]

The second stage of amplification and the driven ground are implemented using a low-power, precision operational amplifier, ie, the Burr-Brown OPA2336. The second stage of amplification, together with the band pass filtering provides sufficient gain and high frequency suppression to feed the ADC converter directly.

It is worthwhile to highlight that in order to minimize noise capturing and to avoid introducing imbalance at the input of the bioamplifier, the tolerance of the R couple impedance is critical. Hence it is necessary to choose between the low tolerance ones.

For data transmission we used the Corscience BluesenseAD Bluetooth transceiver, which fulfills the EN 60601-1-2 medical electrical equipment standard.[@b19-mder-3-001] It has an integrated 12-bit ADC and is designed to accept input signals up to 3.6 Vpp. We chose to operate our analog front end with a 4.8 V supply, and a limiting circuit has been added to the input of the ADC to protect the circuit. [Figure 2](#f2-mder-3-001){ref-type="fig"} shows the BlueSenseAD schematic, including the necessary voltage regulators at 3.3 V for the digital circuitry and 3.6 V for the analog. The BlueSenseAD can operate in two modalities, ie, standard mode and SNIFF mode. In standard mode the transreceiver will consume \<160 mW, while in SNIFF mode the power consumption drops down to \<30 mW. However, in SNIFF mode, the data rate drops to 10 Kbs; such a data rate ensures a total sample rate of 500 Hz that is adequate for our application.[@b20-mder-3-001]

We have selected the gains to be such that the ECG signal uses most of the ADC dynamic range (at least 2000 levels), while being small enough to ensure that only large artifacts are clipped by the limiting circuitry. The limiting circuitry is realized using a signal diode (1N4148, D1 in [Figure 2](#f2-mder-3-001){ref-type="fig"}) with the cathode connection to the 3.3 V supply rail, thus clipping signals larger than 3.9 V.

The ultra-high input impedance of the bioamplifier allows us to use a new kind of dry passive electrode. Moreover, it makes the recorded electrode signal immune to variation or imbalance in the contact impedance between electrodes. In fact, our system allows mixing of different electrode types, ie, some dry and some wet.

Dry electrodes
--------------

The dry electrodes are made from commercially available 1.5 mm thick silicon conductive rubber, shaped in several forms depending on the specific application, including discs of 8 mm diameter.[@b19-mder-3-001],[@b21-mder-3-001] This conductive rubber has been used in stimulating electrodes for decades, but not for recording electrodes because of its intrinsic high ohmic resistance.[@b10-mder-3-001],[@b22-mder-3-001]

[Figure 3](#f3-mder-3-001){ref-type="fig"} shows an illustrative diagram of the dry electrode. In practice, an additional layer of insulation is added to cover the shielding plate to protect it from contact. The active side of the electrode is capacitively coupled through a layer of insulating silicon rubber with a metal shield connected to the active guard shield. The measured impedance of the electrodes at 10 Hz is greater than 20 MΩ.

Results
=======

Bench testing
-------------

Bench tests of the biopotential amplifier were carried out using a Fluke MEDSIM 300B ECG signal generator. [Table 2](#t2-mder-3-001){ref-type="table"} shows a summary of the measured specifications of the system. The power consumption of the system is less than 5 mA at 4.8 V. The leakage current of the biopotential amplifier was measured according to the EN 60601-1-2 standard by using a Metron QA 80 safety analyzer. Our measurements show that the leakage current on each lead is less than 1 μA.

Internally generated noise was evaluated while shorting the input electrodes.[@b23-mder-3-001] Data were recorded using a sample rate of 2 kHz with 1 m in length shielded leads terminated with electrodes as depicted in [Figure 3](#f3-mder-3-001){ref-type="fig"}. The two electrodes were kept in contact with each other using a nonmetallic clamp. The measured total input referred noise in the frequency band 0.1--100 Hz was 0.660 μVrms. The input referred noise as a function of the frequency of the bioamplifier and the electrodes, as shown in [Figure 4](#f4-mder-3-001){ref-type="fig"}.

[Figure 5](#f5-mder-3-001){ref-type="fig"} shows the gain versus frequency of the biopotential amplifier as measured. As expected, the system displays band-pass behavior with a bandwidth in the range of 0.38--44 Hz (±5%), given the precision of the passive components.

ECG comparison
--------------

[Figure 6](#f6-mder-3-001){ref-type="fig"} shows two simultaneous ECG recordings (lead I) of a subject immediately after fixing the electrodes onto the subject's forearms. The top trace was recorded with our system whereas the bottom trace was recorded using wet Ag/AgCl electrodes and a commercial biopotential amplifier (g.Bsamp). No skin preparation was used for the dry electrodes, but preparation was necessary for the wet electrodes. Recorded data were compared sample-by-sample, and the correlation between the two recordings was always larger than 0.96.

[Figure 7](#f7-mder-3-001){ref-type="fig"} shows the same two simultaneous lead I ECG recordings after the electrodes were left in place on the subject for 48 hours. The ECG recorded with the wet electrodes and the g.Bsamp shows large artifacts, while the ECG from the dry system only showed a slight increase in baseline variation and in high frequency noise.

Exercise monitoring
-------------------

The advantages of wireless monitoring using the proposed complete device are particularly strong when performing long-term monitoring during activities of daily living, or when monitoring athletes during exercise. We tested our device on a subject undertaking certain typical body-building exercises. In order to keep a stable and comfortable contact between the skin and our dry electrode,

We used an elastic chest strap. The strap was comfortable to wear and does not constrain the movement of the subject. Electrodes are placed on the anterior side of the torso below the chest muscles. The prototype enclosed in a lightweight plastic box (measuring 40 × 60 × 20 mm) also containing the battery pack was secured on the belt. The device was comfortable to wear and not obstructive during the physical task.

[Figure 8](#f8-mder-3-001){ref-type="fig"} shows an example of the ECG data recorded on our subject during resting. The sample rate for all the presented plots was set to the standard value of 200 Hz because the data are clearly readable without any need for post-processing. The medical staff who helped us to analyze the data ensured that the ECG signals were within normal range.

[Figure 9](#f9-mder-3-001){ref-type="fig"} shows an example of raw ECG data (top trace) recorded during a squatting exercise session. It is possible to observe the start of exercise around the seventh second; the ECG baseline moves slightly and shows more high frequency content, ie, electromyographic (EMG) artifact, because of the slight involvement of the chest muscles in this exercise. The bottom trace in [Figure 9](#f9-mder-3-001){ref-type="fig"} shows the same data after band pass filtering in the software to reduce the bandwidth to 2--30 Hz. This removes the DC value of the ADC output and the baseline variation during exercise, and decreases the high frequency noise generated by muscle contraction. The latter becomes more important as the chest muscles become more involved in exercises such as a bench-press or a full body pullup.

[Figure 10](#f10-mder-3-001){ref-type="fig"} shows an extract of the raw data (top) and post-filtered data (bottom) recorded during a bench-press session. EMG artifacts polluting the ECG signal for this exercise can be observed starting around the fourth second. In the post-processed data, the effect of the EMG artifacts is reduced and the heart beats are clearly visible. A large baseline variation is visible around the fifth second in the top trace, causing the system to saturate and one heart beat is lost as a consequence. [Figure 11](#f11-mder-3-001){ref-type="fig"} shows results for the pullup exercise session. Even larger EMG artifacts and baseline variations are present during this exercise, but post-filtering is still able to recover nearly all heart beats.

Underwater monitoring
---------------------

Even though our rubber electrodes are designed to operate in a dry environment, they also work in a wet environment where gel is applied. In fact they can even work when submerged in water. This enables the device to be used for monitoring athletes in wet environments and even swimmers. [Figure 12](#f12-mder-3-001){ref-type="fig"} shows a sample of the data recorded from a subject totally submerged in fresh water. No special skin preparation was used and no waterproofing was done at the electrode level. In this experiment we did not use the Bluetooth interface but instead a simple self-powered 12 bit USB module was used for ADC. The module was enclosed, together with the ECG front end, into a waterproof (IP68 compliant) box worn by the subject. This was connected via a USB cable to a computer several meters away from the water.

Again the top trace of [Figure 12](#f12-mder-3-001){ref-type="fig"} shows strong EMG artifacts, which are the result of the subject using his arms and chest muscles to keep himself totally submerged. Postprocessing of the data by band pass filtering recovers the heart beats cleanly.

Monitoring using textile electrodes
-----------------------------------

Rather than using rubber electrodes held in place by an elastic strap, it is also possible to use textile electrodes with our amplifier. [Figure 13](#f13-mder-3-001){ref-type="fig"} shows a sample of ECG data recorded using textile electrodes (by Textronics <http://www.textronicsinc.com/>) knitted into the fabric of an adherent gym garment. Electrodes were placed on the anterior part of the torso ( just below the chest musculature). For this test, the garment was worn continually for 24 hours. The top panel in [Figure 13](#f13-mder-3-001){ref-type="fig"} shows raw data recorded after 24 hours, while the bottom panel shows the same sample of data after band pass filtering (2÷30 Hz), to remove chest muscle EMG artifacts and breathing artifacts.

Discussion
==========

An ultra-high input impedance biopotential amplifier together with dry electrodes is presented. A comparative test with a clinically approved monitoring device shows performance equivalent to the systems used in a standard laboratory setting. Furthermore, our experiments show that this system can be used to monitor the ECG during physical exercise, even when the athlete is submerged in water.

The circuit uses only two integrated circuits and few passive components and can be easily miniaturized. However, despite its apparent simplicity, the printed circuit board must be laid out and constructed with care to take full advantage of the INA116's ultra-high input impedance. These precautions include keeping all surfaces of the printed circuit board, connectors, and components free of contaminants, such as smoke particles, dust, and humidity. Usage of a Teflonprinted circuit board material instead of the more common glass-epoxy type is recommended. Digital conversion and secure wireless communication is achieved using a Bluetooth module which fulfills the EN 60601-1-2 medical electrical equipment standard.

The whole system (including the Bluetooth module radio) only consumes 33 mA of supply current operating with a 4.8 V power supply for which only 1 mA is needed for the analog part. This allows the device to be operated continuously for more than 12 hours on a standard 2400 mAh lightweight mobile phone size rechargeable 4.8 V battery pack.

In conclusion, this biopotential amplifier could be successfully used in standard clinical monitoring applications and in many new and/or unusual applications, such as ambulatory monitoring of patients, sports medicine, underwater monitoring, and monitoring of heart rate whether the patient is standing, sitting or lying.
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![Front view and cross section of the conductive rubber electrode.](mder-3-001f3){#f3-mder-3-001}

![Input referred noise power spectral density of the biopotential amplifier and its dry electrodes.](mder-3-001f4){#f4-mder-3-001}

![Gain of the biopotential amplifier as a function of frequency.](mder-3-001f5){#f5-mder-3-001}

![Direct comparison of an ECG recording with the proposed system (top) and a clinically approved system (g.Bsamp) using wet Ag/AgCl electrodes.](mder-3-001f6){#f6-mder-3-001}

![Direct comparison of an ECG recording with the proposed system (top) and a clinically approved system (g.Bsamp) using wet Ag/AgCl electrodes after 48 hours.](mder-3-001f7){#f7-mder-3-001}

![ECG recorded with our system during rest.](mder-3-001f8){#f8-mder-3-001}

![ECG signals recorded during a squatting exercise. Top: raw data, bottom: band pass filtered data.](mder-3-001f9){#f9-mder-3-001}

![ECG signals recorded during a bench press exercise. Top: raw data, bottom: band pass filtered data.](mder-3-001f10){#f10-mder-3-001}

![ECG signals recorded during a pullup exercise. Top: raw data, bottom: band pass filtered data.](mder-3-001f11){#f11-mder-3-001}

![Underwater ECG recording. Top: raw data, bottom: band pass filtered data.](mder-3-001f12){#f12-mder-3-001}

![ECG signals recorded using textile electrodes after 24 hours of wearing. Top: raw data, bottom: band pass filtered data.](mder-3-001f13){#f13-mder-3-001}

###### 

Component values

  RHpass          390 kΩ        CHpass          1 μF
  --------------- ------------- --------------- --------
  RLpass          1 MΩ          CLpass          3.3 nF
  R5, R6          170, 102 kΩ   C3, C4          1 μF
  RG              10 kΩ         Rcouple         100 kΩ
  RG2             5.7--7.5 kΩ                   
  Cb1, Cb3, Cb5   10 μF         Cb2, Cb4, Cb6   100 nF

###### 

System specifications

  ECG Vdd                              4.8 V
  ------------------------------------ -------------------
  ECG power consumption                \<5 mW
  Electrode leakage current            \<1 μA
  Gain                                 90 dB
  Input referred noise (0.1--100 Hz)   0.660 μVrms
  Bandwidth                            0.38--44 Hz (±5%)
  BlueSenseAD power consumption        \<160 mW/\<30 mW
